Technical problems in arthrography of the painful hip arthroplasty.
Arthrography following hip replacement has been reviewed. The problems encountered have been analysed with particular reference to technique and accuracy. The accepted criteria for loosening have not been consistently reliable and have led to false positive interpretation of loosening of the acetabular component. The reasons for false negative results are also considered.